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1.0 PURPOSE 

To inform all Field Service and Technical Support personnel of the recommendation for an 
additional person to assist when making repairs inside the card cage of the 2008T hemodialysis 
machine. 

2.0 SAFETY INSTRUCTIONS 
 

Caution: Care must be taken when removing the traverse rod screws on the 2008T 
hemodialysis machine (illustrated below). 

 If the front panel is not properly supported, the front panel hinges could disconnect 
from the card cage chassis. 

 The assistance of a second person to support the front panel when making repairs 
inside the card cage on the 2008T hemodialysis machine is recommended. 

 
 
 

If there are any questions regarding this bulletin, contact Fresenius Technical Support at 800-227-2572. 
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